Traditional light sources for fluorescence microscopy have been mercury lamps, xenon lamps, and lasers. These sources have been essential in the development of fluorescence microscopy but each can have serious disadvantages: lack of near monochromaticity, heat generation, cost, lifetime of the light source, and possible distortions due to coherence effects. We are examining the possibility of using the new high-power light-emitting diode (LED) sources as alternatives to the above mentioned sources. LED sources are near monochromatic, are inexpensive, produce little heat, have no coherence problems, have extended lifetimes, are small, and can easily be modulated. We describe experiments comparing various LEDs to other light sources. We compare, for example, a 530 nm LED to the 546 nm line from a mercury lamp on a fluorophore whose absorption maximum is broad and in the middle between these two wavelengths.
INTRODUCTION
Long before there were incandescent lamps, quartz halogen lamps, mercury lamps, xenon lamps, and lasers, microscopes were used to examine specimens using sunlight, oil lamps, or candlelight reflected by a mirror and brought to the specimen plane by a condenser. More than 300 years ago John Marshall, for example, manufactured such instruments in London 1 . These instruments made it possible to study specimens by transmitted and reflected light but it remained until the early 20 th century before a range of new microscope imaging modalities were developed and exploited. Köhler is reported to have observed fluorescence as early as 1904 but it was not until the work of Ploem 2 in the 1960's that fluorescence microscopy became a practical tool. The significance of his epi-illumination architecture was immediately recognized and the importance of fluorescence as a probe for biological structure was demonstrated shortly thereafter by the work of Caspersson et al 3, 4 in their use of fluorescent staining techniques to reveal bands in metaphase chromosomes.
For the past 30 years, developments in fluorescence microscope instrumentation have proceeded along four main lines:
1) Optical developments
-The goal of this work has been to produce optical images with improved contrast, fewer aberrations, and-in particular-improved spatial resolution. This work has led, for example, to the optical techniques known as confocal microscopy, two-photon microscopy, and stimulated emission depletion (STED) microscopy which currently holds a resolution record of 33 nm 5, 6 which is /23.
2) Sensor developments -While the earliest work in the analysis of fluorescent images used either film or photomultipliers as the sensing "agent", modern systems can make use of a range of available detectors. These include cooled, ultra-sensitive, high-speed CCD cameras; avalanche photodiode arrays; compact, ultra-sensitive photomultipliers; and inexpensive, high-quality color video cameras.
3) Computer developments
-The developments in both hardware and software have made it possible to acquire, store, process, and analyze microscope images that can be characterized by three spatial dimensions, dynamic changes, and multi-spectral characterizations for every point in an object's spatial volume. It is the advances in the use of computers in microscope imaging-quantitative microscopy-that have made the microscope a tool for N-dimensional imaging. 
4)
Illumination developments -The filters that can now be employed to distinguish one or more emission wavelengths from one or more excitation wavelengths have improved dramatically. Multi-bandpass filters can now be standard components of a fluorescence microscope system. Further, the illumination of the specimen has also improved dramatically first with the improvements and standardizations of excitation sources such as high-pressure mercury and xenon gas-discharge lamps, the introduction of quartz halogen lamps, and the laser.
It is this last area-the development of improved light sources for fluorescence microscopy-that is the focus of this paper.
BACKGROUND
The light sources that are currently used in fluorescent microscopy are high-pressure mercury lamps, high-pressure xenon lamps, or lasers. The wavelengths of excitation light provided by each of these sources as well as other relevant information are given in Table 1 . The specific advantages and disadvantages associated with each type of source are given in Table 2 . While it is common in the investigation of improved technologies to produce a "wish" list of properties, it is rarely the case that all of our wishes can be fulfilled; we are usually forced to accept compromises. With the development of the latest generation of high-power LED light sources, however, the characteristics of these sources are so similar to our desired goals that we can anticipate a new generation of light sources for fluorescence microscopy that meet all of our requirements.
LED SOURCES
The past ten years have seen the development of a range of LEDs that is capable of producing a significant amount of luminous flux (or radiant power). Within the past five years the spectral range of the commercially-available LEDs has expanded in the visible range from 460 nm to 645 nm 1 . The acceptance of these devices have been extraordinary with applications ranging from traffic signals to indoor and outdoor commercial signs. More than 200,000,000 LEDs are being shipped each month. What this means is that, while the domain of fluorescence microscopy can never aspire to be a significant market for these developments, the development costs for new generations of LEDs will be borne by others and the fluorescence microscopy can "ride this wave."
The characteristics of these LEDs that make them so appealing are given in Tables 3 and 4 . The spectral shape of each of these standard seven emitters is approximately Gaussian and shown in Figure 1 . There is a possibility that other emitters could become available with a wavelength spacing of 5 nm, that is, a central emission wavelength spaced every 5 nm across the visible spectrum, but these are not currently available 7 . An important aspect for determining how efficient a light source can be in the context of microscopy is the compactness of the actual light emitter. In gas discharge lamps this is the size of the arc and in the lasers the size of the beam at the exit coupler mirror. The approximate values for each of the sources described above are given in Table 5 . The use of one or more LEDs allows us to meet the demands presented above. The need for a multi-spectral source could be met by optically combining the outputs of various LEDs. The non-overlapping spectra could then be switched on and off as desired.
The choice of fluorescent dyes presents an interesting challenge. As long as we are restricted to the seven wavelengths listed above, then we must look for fluorescent dyes that match our wavelengths as opposed to light sources that match our fluorophores. This should not be an insurmountable problem as shown in Table 6 . 
PRELIMINARY EXPERIMENTS
We have performed a first set of experiments to evaluate the use of high-power LEDs. We constructed a housing for eight different LEDs, the seven colored LEDs discussed above as well as a white LED (model #LXHL-PW01). The housing was designed to fit on a Leica TCS_SP2 AOBS confocal microscope at the site where the 100W mercury or xenon lamp is usually attached to the microscope body. This is shown in Figure 2 . 
Radiometric experiments
In the first set of experiments we examined the radiometric power produced at the specimen plane of the microscope for both a 100 W mercury (HBO) lamp and four different LEDs using a 20x lens with a NA of 0.4. The LEDs were operated at a 600 mW input level or 60% of the maximum rated input power. Two "blue" LEDs (455 nm and 470 nm) were used with an I3 filter block. The I3 filter block has an excitation bandpass filter from 450 nm to 490 nm, a dichroic mirror at 510 nm, and a longpass filter of 515 nm. The two other LEDs (505 nm and 530 nm) were used with an N2.1 filter block. The N2.1 filter block has an excitation bandpass filter from 515 nm to 560 nm, a dichroic mirror at 580 nm, and a longpass filter of 590 nm. Radiometric measurements were made using an Ophir radiometer (Ophir Optronics, Danvers, Massachusetts). Results of the measurements are given in Table 7 where, in the last column, we correct for having used only 60% of the maximum rated input power to the LEDs. 
Fluorescence experiments
In a second set of experiments we looked at Rhodamine B fluorescence using the nanowell technology that we have developed 10 . Rhodamine B has an absorption peak located at approximately 558 nm and the two light sources-the 530 nm LED and the 546 nm line of the mercury lamp-are, respectively, 46% and 79% absorbed. Again, the LED was operated at a 600 mW input level which is 60% of its rated maximum.
We used a 4x lens with an NA of 0.1 for both the 100 W mercury (HBO) lamp and the 530 nm LED and the N2.1 filter block. A dye concentration of 1.0 mg/ml was used and deposited in our nanowells, each well having a capacity of about 1 nl. Measurements were made with a Hamamatsu Orca-ER camera (model C4742) with a maximum possible signal of 4095 and in this experiment a background level of 200. Different exposure times were used for the LED source and the mercury source. The results of these measurements are shown in Table 8 . 
SUMMARY AND CONCLUSIONS
The results of these experiments should not deter us from concluding that LEDs offer a significant opportunity to improve the light sources used in fluorescence microscopy. Microscope manufacturers have had some 70 years to develop and improve episcopic illumination for fluorescence microscopy 11 . We will continue our development of a multi-spectral LED microscopy light source. We expect that the major microscope manufacturers will show interest in this as well.
No discussion of fluorescence microscopy would be complete without at least one illustration of fluorescent images. In Figure 3 we show two images of SpectrumGreen-stained metaphase chromosomes, one taken with the mercury lamp and one with the 470 nm (Blue) LED. In both cases a 100x oil-immersion objective with an NA = 1.4 and the I3 filter cube were used. Although the I3 filter cube is not the optimum choice for the SpectrumGreen fluorophore, for purposes of comparison it is adequate. 
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